
SEE INSIDE FOR FULL INSTRUCTIONS.

WHAT
YOU
NEED:

This guide shows the dilution ratios for powdered opioids. 
Please see inside for testing pressed opioid tablets and M30 oxycodone pills. 

10 mg micro scoop

Crush Mixed evenly Not mixedShake

OR

A WHMP xylazine test strip
A measuring cup  
that holds at least  

5 ml of water

CARRY  
NALOXONE.  
When you can,  

avoid using alone.
NeverUseAlone.com  

877-696-1996

Add 1
Scoop  

of powder 
(10 mg)

to one 
teaspoon 
of water 

(5 ml)

A plastic bottle  
cap holds just  

over 5 ml of water
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harmreduction.org 

/xylazine 

WHAT IS XYLAZINE? 

ABOUT OUR STRIPS

READ & FOLLOW THE DETAILED INSTRUCTIONS INSIDE.

Manufactured by WHPM, our xylazine test strips are designed to detect xylazine in illicit 
opioid samples (in powdered and pressed pill form). Our strips have been laboratory 
tested for sensitivity and potential false positives with common opioid cuts. Our instructions 
are based on the results of those lab studies. To avoid false positives, follow the sample 
preparation and dilution ratios carefully.

NOTE: At this time, there is no reason to test non-opioid drugs like cocaine, meth, or ketamine for the presence of xylazine. 
Xylazine is almost exclusively being added opioids. In the rare instances where it has appeared in non-opioid drugs, it’s 
almost always present alongside fentanyl. Therefore, it is enough to test for fentanyl alone. 

XYLAZINE TEST STRIPS
QUICK REFERENCE GUIDE

1. CRUSH & MIX

2. MEASURE & DILUTE

3. TEST & INTERPRET RESULTS

XYLAZINE 

NO XYLAZINE 
Any second line, no 
matter how  faint, is 

still a negative result.

Use a  
bright  
light.

XYLAZINE STRIPS 
SHOULD ONLY  

BE USED TO  
TEST OPIOIDS 

Xylazine, also known as “tranq” is a non-opioid veterinary tranquilizer being found in the 
U.S. illicit drug supply. Xylazine has become a popular cut in black market opioids, such as 
fentanyl and heroin. However, xylazine is a sedative, not an opioid, making it resistant to the 
opioid reversal drug, Naloxone. 

Xylazine causes strong drowsiness, amnesia, slowed breathing and heart rate, and low 
blood pressure. When cut with opioids, the combined sedation can increase the risk of 
overdose, drug-related injury, and death. Frequent use of xylazine can cause severe ulcers, 
abscesses, necrosis, and other wounds to the skin, which may appear far from injection sites, 
and can also occur due to smoking, snorting, swallowing, and other means of ingestion. 

2 RED LINES = NEGATIVE FOR XYLAZINE1 RED LINE = POSITIVE FOR XYLAZINE

HOW TO TEST
OPIOIDS FOR XYLAZINE 

Using a WHMP xylazine Test Strip

grassrootsharmreduction.org



HOW TO TEST FOR XYLAZINE 

IMPORTANT: 
DO NOT USE XYLAZINE 

STRIPS TO TEST  
NON-OPIOIDS 

No xylazine strip on the market has been laboratory assessed for  
testing nonopioid drugs. False positives are therefore possible with 
many non-opioids. 

Also, as of early 2024, on the rare occasion that xylazine has been  
found in non-opioids, it is always alongside fentanyl contamination. 
Always test non-opioids for fentanyl. 

STEP 1: PREPARING AND DILUTING YOUR DRUGS

STEP 2: USING THE STRIPS

STEP 3: INTERPRETING THE RESULTS
FOR CRYSTAL OR POWDERED DRUGS
1.1. �Add 10 mg of the substance into one teaspoon (5 ml)  

of water. 
	� Use a milligram scale or one of our micro scoops to get 10 

mg of powder. Our measuring cups work great to measure 5 
ml (one teaspoon) of water, or else you can use a standard 
plastic bottle cap from any 20 oz soda bottle.

2.2. ��Stir the mixture until completely dissolved.
	 �Proceed to STEP 2.

FOR PRESSED OPIOID TABLETS INCLUDING M30  
OXYCODONE PILLS (i.e. “blues”)
Test any pressed opioid tablet containing binder material using this method.  

1.1. �Crush the entire tablet into a fine powder. 

2.2. Pour the powder into a small cup. 

3.3. ��For a full pill: 	 Add 4 tbsp (or 1/4 cup) of water  
For a 1/2 pill: 	 Add 2 tbsp (1/8 cup) of water  
For a 1/4 pill: 	 Add 1 tbsp (1/16 cup of water)

4.4. �Stir the mixture well. 
	� Binder material may not completely dissolve—that’s okay. 

Proceed to STEP 2.

1. 1. �Hold the red end of the test strip and insert the other end into the liquid, no 
higher than the top of the dotted section. 

2. 2. ���Allow the liquid to travel up the strip into the test area. Hold the strip in the 
liquid for a full 15 seconds. 

3.3. �Remove the strip and set it down on a flat surface. The results will appear after 
3 minutes. 

	 Proceed to STEP 3.

Do not insert above  dotted line Capillary action pulls the liquid into the test area 

Hold this end

FOR NON-OPIOIDS: 
When xylazine has appeared in other nonopioids, like 
cocaine and meth, we’ve only ever seen it appear 
alongside fentanyl. 

Therefore, we do not advise testing nonopioids for xylazine 
at this time, but you should always test non-opioids  
for fentanyl. 

ABOUT KETAMINE: 
Ketamine and xylazine are both used as veterinary 
tranquilizers. This has led to rumors that xylazine has 
been found in ketamine, or that xylazine is being sold as 
if it were ketamine. We know of no instances of either, 
however. At this time there is no need to test ketamine with 
xylazine test strips.

Sample preparation is very important. Follow these instructions exactly.

After following STEP 1 to dilute your drugs, it’s time to use the strips.

Unless you have your own 
prescription, always test 
pharmaceutical pills. Counterfeit 
pharmaceutical tablets can look 
exactly like real ones, and there’s 
o way to know if they 
contain fentanyl 
or xylazine without 
testing them first.

Two red lines is NEGATIVE for xylazine. Note that the 
lower red line may be much lighter than the upper line. If 
you can see any line at all after three minutes, no matter 
how faint it may be, this is still negative for xylazine. 

2 RED LINES = NEGATIVE FOR XYLAZINE 

One red line on top is POSITIVE for xylazine.

1 RED LINE = POSITIVE FOR XYLAZINE Always wait three minutes 
before interpreting the 
results. The result may 
appear sooner, but to be sure 
always wait three minutes. 
(This is true for all immunoassay test 
strips on the market.) 

NO RED LINES  
or one red line on the bottom  
means the test is invalid. Usually this 
happens because the liquid did not 
travel far enough up the test strip. 
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GET FENTANYL TEST 
STRIPS HERE:

grassrootsharmreduction.org

1x

One level mico scoop into a plastic 
bottle cap works great.

A level scoop (not rounded)  
of finely crushed powder is  

approximately 10 milligrams. 

Available at  
GrassrootsHarmReduction.org

Stir

5 ml 
water

10 mg 
powder


